
























Connecting Viva controller to Bathylogger 

CS10/CS15 Settings 

11. Create new 'Name', eg Bathylogger

12. Choose 'Baud rate' as 4800

13. Press F1 'Store'.
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New Device I � 

Name: 

Type: 

Baud rate: 

Parity: 

Data bits: 

Stop bit: 

Flow control: 

Bathylogger 
RS232 
14800 
!None

Is
11 
!None
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Fn abc 10:11 

Store I I I I I 

- when it has to be right £f!ffl! 
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